V.A.C. instillation: in vitro model. Part 1.
The reproducibility of a V.A.C. (Vacuum Assisted Closure) instillation system was investigated by means of an in vitro model. The relation between the volume of a delivered solution and its removal from the system was studied in foams of various size. The relationship of instillation time periods and the volume of delivered solution was determined.